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Trusses,  &c. 


( This  Invention  received  Provisional  Protection  only.) 

PROVISIONAL  SPECIFICATION  left  by  Charles  Pomeroy  Button  at  the 
Office  of  the  Commissioners  of  Patents,  with  his  Petition,  on  the 
18th  May  1867. — A  communication  from  abroad  by  William  Pomeroy, 
of  No.  553,  Broadway,  in  the  City  and  State  of  New  York,  United 
5  States  of  America. 

I,  Charles  Pomeroy  Button,  of  Nos.  142  and  143,  Cheapside,  in  the 
City  of  London,  Merchant,  do  hereby  declare  the  nature  of  the  said  Invention 
for  “  Improvements  in  Hernia  Trusses,  Abdominal  Supporters,  and  Surgical 
Bands,”  being  a  communication  to  me  from  abroad  by  William  Pomeroy,  of 
10  No.  553,  Broadway,  in  the  City  and  State  of  New  York,  United  States  of 
America,  to  be  as  follows : — 

This  Invention  has  for  its  object  improvements  in  hernia  trusses,  abdominal 
supporters,  and  surgical  bands,  by  which  an  upward  and  inward  pressure  may 
be  given  to  the  pad,  and  the  tension  of  the  body  spring  and  the  position  of 
15  the  pressure  pad  may  be  regulated  and  adjusted  at  pleasure. 

These  improvements  consist,  first,  in  the  combination  of  a  shoulder  and 
adjustable  bearing  with  a  jointed  body  spring  ;  second,  a  rotating  slide  or  arm 
to  which  the  pressure  pad  is  attached  fitted  to  a  tubular  socket,  and  secured 
in  its  place  when  adjusted  by  a  set  screw  ;  third,  in  the  construction  of  a 
20  seperate  pad  spring,  and  its  combination  with  the  pressure  pad  and  body 
spring ;  fourth,  a  cut  or  slit  at  the  end  of  the  rotating  arm  or  slide  in  which 
the  end  of  the  pad  spring  is  placed,  and  may  be  turned  and  is  secured  or 
clamped  when  adjusted  by  a  set  screw. 
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Specification. 


Buttons  Improvements  in  Hernia  Trusses ,  Abdominal  Supporters ,  $c. 

« 

These  devices  allow  the  pad  to  be  so  adjusted  as  to  press  in  an y  required 
direction  and  with  any  desired  degree  of  force,  according  to  the  position  and 
character  of  the  rupture,  and  the  same  devices  may  be  used  in  abdominal 
supporters,  double  trusses,  or  in  any  instrument  where  it  is  desirable  to  vary 
and  adjust  the  position  of  the  pad  or  the  inward  pressure  of  a  curvilinear  5 
spring  at  or  near  its  extremities. 


LONDON : 

Printed  by  George  Edward  Eyre  and  William  Spottiswoode, 
Printers  to  the  Queen's  most  Excellent  Majesty.  1867. 


